Evaluation of image qualities on the international standard video-conferencing.
International standard-based video-conferencing systems are widely used in telemedicine activities worldwide. Through our experiences with these systems, it is apparent that the image quality is high enough to conduct educational and conferential sessions. However, because the terminals are intended for common use, we evaluated their qualities. After having an international standard system evaluated by a general practitioner using medical images, we prepared non-medical graphic images to examine the characteristics of the video-conferencing equipment. ROC (Receiver Operation Characteristic) analysis was employed for the evaluation. We concluded that the international standard video-conferencing systems are of sufficient quality for medical presentations, and that their interactivity and the use of proper software will aid the understanding of images in specific medical areas.